Crossing ureteric strictures: microcatheters to the rescue when conventional methods fail.
Tight distal ureteric strictures can be most challenging to traverse both from above, by interventional radiologists, and below, by urologists. Despite the advent of numerous guidewires, manufactured from different materials, often ureteric strictures are too tight to allow conventional guidewires to pass through. We describe an alternative approach to cross tight ureteric strictures, using a microguidewire and microcatheter combination.